
Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1793 

34.00 
37.00 

The Digital Thermometer calibration was verified at 3 O.OO"C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

34.00"C 34.00"C 09/11/00 
37.0OoC 37.00"C 09/11/00 

I Simulator I Master Digital I Digital 

Tested by: f l A g  

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator Master Digital Digital 
Temperature Thermometer Thermometer 

Degrees C S/N 082708 Reading 
30.00 30.00"C 30.00"C 
34.00 34.00"C 34.00"C 
37.00 36.99"C 36.99OC 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1802 

Test 
Date 

07/11/0 1 
07/11/01 
07/11/01 

The Digital Thermometer calibration was verified at 30 .OO"C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

/ 
.--.rTp 

Tested by: ./C& 

Date: - July 11, 2001- 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 082709 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.00"C 30.00°C 09/11/00 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

34.00 
37.00 

34.00"C 34.0OoC 09/11/00 
37.00"C 37.0OoC 094 1/00 

Tested by: ze 
Date: 7- //-d G 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 
37.00 

Report of Calibration 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 09/11/00 
34.0OoC 34.0OoC 09/11/00 
37.0OoC 37.0OoC 09/11/00 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1 80 1 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator Master Digital Digital 
Temperature Thermometer Thermometer 

Degrees C S/N 082708 Reading 
30.00 30.00"C 30.00"C 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 082709 

Test 
Date 

09/11/00 

The Digital Thermometer calibration was verified at 3 O.OO"C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

37.00 37.00"C 37.00"C I 09/11/00 I 
1- I 

I 34.00 I 34.00"C I 34.00"C I 09/11/00 I 

Tested by: 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1794 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 09/11/00 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

34.00 
37.00 

34.0OoC 34.0OoC 09/11/00 
37.0OoC 37.0OoC 09/11/00 

Tested by: A Z  

Date: ?-// -0 4 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 
37.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1796 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 09/11/00 
34.0OoC 34.0OoC 09/11/00 
37.0OoC 37.0OoC 094 1/00 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Tested by: '/2/4z 

Date: ye// -GO 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator Master Digital Digital 
Temperature Thermometer Thermometer 

Degrees C S/N 082708 Reading 
30.00 30.OO0C 30.OO0C 
34.00 34.0OoC 34.0OoC 
37.00 37.0OoC 37.0OoC 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1797 

Test 
Date 

09/11/00 
09/11/00 
094 1/00 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00”C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Tested by: e/iz 

Date: y”//-U G 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 
37.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1798 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 09/11/00 
34.0OoC 34.0OoC 09/11/00 
37.0OoC 37.0OoC 09/11/00 

The Digital Thermometer calibration was verified at 3O.0O0C, 
34.OO0C, and 3 7.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Tested by: ,77//2 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1802 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 09/11/00 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

I 34.00 I 34.0OoC I 34.0OoC I 09/11/00 
I 37.00 I 37.0OoC I 37.0OoC I 09/11/00 

Tested by: /T&a 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 302 173 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 09/11/00 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.0OoC by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

34.00 
37.00 

34.0OoC 34.0OoC 09/11/00 
37.0OoC 37.0OoC 09/11/00 

Tested by: F/g 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator Master Digital Digital 
Temperature Thermometer Thermometer 

Degrees C S/N 082708 Reading 
30.00 30.OO0C 30.OO0C 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1799 

Test 
Date 

09/11/00 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

34.00 
37.00 

34.0OoC 34.0OoC 09/11/00 
37.0OoC 37.0OoC 09/11/00 

Tested by: zAg 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 
37.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1795 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 09/11/00 
34.0OoC 34.0OoC 09/11/00 
37.0OoC 37.0OoC 09/11/00 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Tested by: f l A g  

Date: 7-U-o 0 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1 80 1 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 09/11/00 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

34.00 
37.00 

34.0OoC 34.0OoC 09/11/00 
37.0OoC 37.0OoC 09/11/00 

Tested by: 

Date: y.*//Fd 6 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1800 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 02/18/02 

The Digital Thermometer calibration was verified at 3O.0O0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

37.00 37.0OoC 37.0OoC 024 8/02 
1 34.00 I 34.0OoC I 34.0OoC I 02/18/02 I 

Bostec Inc. 



BOSTEC INC. 

Simulator ' Temperature 
Degrees C 

33.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 091794 - Washington State Patrol 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

33.0OoC 33.0OoC 09/28/02 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 3 7.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

34.00 I 34.0OoC I 34.0OoC 1 09/28/02 1 
35.00 I 35.0OoC I 35.OO0C I 09/28/02 I 

Tested by: 

Date: - September 28,2002- 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 180 1 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 03/29/02 

The Digital Thermometer calibration was verified at 3 O.OO"C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

37.00 37.00"C 37.0OoC I 03/29/02 
I 34.00 I 34.0OoC I 34.0OoC I 03/29/02 

Tested by: y& 
Date: - March 29, 2002 - 

,Bostec Inc. 



BOSTEC INC. 

Simulator 
Temperature 

Degrees C 
33.00 

Report of Calibration Verification 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

33.00"C 33.00"C 08/1 7/02 

Guth-Eutechnics Digital Thermometer 

34.00 
35.00 

Guth Part Number: GU-4300-DT 

34.00"C 34.00"C 08/17/02 
35.00"C 35.00"C 08/1 7/02 

Serial Number: 091802 - Washington State Patrol 

The Digital Thermometer calibration was verified at 33 .OO"C, 
34.OO0C, and 35.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Tested by: 

Date: - August 17,2002- 

Bostec Inc. 



BOSTEC INC. 

Master Digital 
Thermometer 
S/N 082708 

33.00"C 
34.00"C 
35.00"C 

Report of Calibration Verification 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 091800 - Washington State Patrol 

Digital 
Thermometer Test 

Reading Date 
33.00"C 08/15/02 
34.00"C OW1 5/02 
35.00"C 08/1 5/02 

The Digital Thermometer calibration was verified at 33 .OO"C, 
34.OO0C, and 35.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Simulator 
Temperature 

I 34.00 I 
I 35.00 I 

Tested by: 

Date: - August 15,2002- 

Bostec Inc. 



BOSTEC INC. 

Simulator 
Temperature 

Degrees C 
33.00 

Report of Calibration Verification 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 302173 -Washington State Patrol 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

33.00"C 33.0OoC 08/09/02 

The Digital Thermometer calibration was verified at 33 .OO"C, 
34.OO0C, and 35.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

35.00 35.0OoC 35.0OoC 1 08/09/02 1 
1 34.00 I 34.0OoC 1 34.0OoC I 08/09/02 1 

--7/v 
Tested by: t7- 

Date: - August 9,2002 - 

Bostec Inc. 



WASHINGTON STATE PATROL 

S i m u I at o r 
Temperature 

Degrees C 
30.00 

Report of Cali bration 

Gutli-Eut e c 11 11 i c s D i g i t al TI? e r i m  o 111 e t e r 

Guth Part Number: GU-43 00-DT 

Serial Number: 09 1 795 

h/I as te r Dig i ta I 
Thermometer Thei-m ometer Test 
S/N 082708 Read i ng Date 

Digital 

30.00"C 30.00"C 04/29/02 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by coi-nparisoii to temperature standards 
traceable to the National Institute of Standards & Technology. 

34.00 
37.00 

34.00"C 34.00 O C 04/29/02 
3 7.00 " c7 3 7.00" c 04/2 9/02 

<fl Tested by: 

Date: - April 29, 2002 - 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1796 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 04/25/02 
34.0OoC 34.0OoC 04/2 5/02 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 3 7.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

I 37.00 I 37.0OoC I 37.0OoC I 04/25/02 I 

Tested by: v,rw 
Date: - April 25, 2002 - 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1798 

Master Digital Digital 
Thermometer Thermometer 
S/N 082708 Reading 

30.00"C 30.OO0C 
34.00"C 34.0OoC 

The Digital Thermometer calibration was verified at 3 O.OO"C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Test 
Date 

03/2 9/02 
03/29/02 

I 37.00 I 37.00"C I 37.00"C I 03/29/02 

Tested by: 

Date: - March 29,2002- 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 
37.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 03/19/02 
34.0OoC 34.0OoC 03/19/02 
37.0OoC 37.0OoC 03/19/02 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1799 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 
37.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1794 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 03/11/02 
34.0OoC 34.00"C 03/11/02 
37.0OoC 37.0OoC 03/11/02 

The Digital Thermometer calibration was verified at 3O.0O0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Tested by: z3z22 
Date: - March 11,2002- 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 
37.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1803 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 03/07/02 
34.0OoC 34.0OoC 03/07/02 
37.0OoC 37.0OoC 03/07/02 

The Digital Thermometer calibration was verified at 3O.0O0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Tested by: ,y-& 
Date: 2-7-2 

Bostec Inc. 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 
34.00 
37.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 302 173 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.0OoC 30.00"C 03/06/02 
34.0OoC 34.0OoC 03/06/02 
37.00"C 37.0OoC 03/06/02 

The Digital Thermometer calibration was verified at 3 O.OO"C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Bostec Inc. 



WASHINGTON STATE PATROL 

Master Digital 
Thermometer 
S/N 082708 

30.OO0C 
34.0OoC 

Report of Calibration 

Digital 
Thermometer Test 

Reading Date 
30.OO0C 02/2 8/02 
34.0OoC 02/28/02 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1802 

The Digital Thermometer calibration was verified at 30.OO0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

Simulator 
Temperature 

Degrees C 
30.00 

I 34.00 
I 37.00 37.0OoC I 37.0OoC I 02/28/02 I 

Tested by: '2 -&7 
Date: - February 28,2002- 

Bostec Inc. 

\ 



WASHINGTON STATE PATROL 

Simulator 
Temperature 

Degrees C 
30.00 

Report of Calibration 

Guth-Eutechnics Digital Thermometer 

Guth Part Number: GU-4300-DT 

Serial Number: 09 1793 

Master Digital Digital 
Thermometer Thermometer Test 
S/N 082708 Reading Date 

30.OO0C 30.OO0C 02/28/02 

The Digital Thermometer calibration was verified at 3O.0O0C, 
34.OO0C, and 37.00"C by comparison to temperature standards 
traceable to the National Institute of Standards & Technology. 

37.00 37.0OoC 37.0OoC 02/28/02 
I 34.00 I 34.0OoC I 34.0OoC I 02/28/02 1 

Tested by: y& 
Date: - February 28,2002 - 

Bostec Inc. 


